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pital SR was lower during nighttime (71.1%) and similar dur-
ing daytime (43.3%). SR was related to gestational age, but 
not affected by pre-pregnancy and current body mass index 
or fetal growth restriction.  Conclusions: The success of beat-
to-beat fHR detection strongly depends on the home/hospi-
tal setting and predictors such as time of recording, activity 
levels, and maternal posture. Its clinical utility may be limited 
in periods of unsupervised recording with physical activity 
or posture shifts.  © 2016 S. Karger AG, Basel 
 Introduction 
 Fetal heart rate (fHR) monitoring is an important 
method of fetal surveillance in high-risk pregnancies.
The first commercially available noninvasive abdominal 
fetal electrocardiography (fECG) monitor, the Monica 
AN24 TM (Monica Healthcare Ltd., Nottingham, UK), can 
obtain beat-to-beat fHR and fECG morphology signals 
with an effective sample rate of 2.1 kHz over extended 
periods. Indications for continuous antenatal fECG mon-
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 Abstract 
 Background: Fetal electrocardiography using an abdominal 
monitor (Monica AN24 TM ) could increase the diagnostic use 
of fetal heart rate (fHR) variability measurements. However, 
signal quality may depend on factors such as maternal phys-
ical activity, posture, and bedside versus ambulatory setting. 
 Methods: Sixty-three healthy women wore the monitor at 
home and 42 women during a hospital stay. All women un-
derwent a posture experiment, and all home and 13 hospital 
participants wore the monitor during daytime and night-
time. The success rate (SR) of fHR detection was analyzed in 
relation to maternal physical activity, posture, daytime ver-
sus nighttime, and other maternal and fetal predictors.  Re-
sults: Ambulatorily, the SR was 86.8% for nighttime and 
40.2% for daytime. The low daytime SR was largely due to 
effects of maternal physical activity and posture. The in-hos-
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itoring are high-risk pregnancies, including fetal growth 
restriction (FGR), subsequent pregnancy after unex-
plained intrauterine death, or fetal cardiac arrhythmias. 
The Monica AN24 TM can be combined with a home care 
mobile phone application, allowing home surveillance of 
the fetus as an alternative to a costly hospital stay.
 The clinical viability of an fECG device depends on ac-
curate fHR detection. Noninvasive fECG has shown good 
accuracy of fECG monitoring prenatally when directly 
compared to gold standard Doppler ultrasound tech-
niques such as cardiotocography (CTG) (see  table 1  [1–
13] for a comparison between fECG and CTG). The util-
ity of the fHR signal hinges particularly on low rates of 
signal dropout to allow for reliable scoring of clinically 
important fHR variability (fHRV) measures. However, 
detection of the typically weak fECG from maternal ab-
dominal surface electrodes is difficult due to interference 
from maternal ECG and can be compromised due to ma-
ternal muscle activity (particularly from the abdomen) 
and other factors. Thus, it is important to delineate under 
which exact circumstances the fHR signal is available 
with fECG monitoring.
 The aim of the current study was to test the Monica 
AN24 TM device in its utility for antenatal assessment in 
various populations and settings, including ambulatory 
and heterogeneous hospital bedside settings. We specifi-
cally evaluated variables likely contributing to signal drop-
out, such as maternal body mass index (BMI), physical 
activity and posture, daytime versus nighttime recording, 
gestational age, and fetal presentation and condition.
 Table 1.  Advantages and disadvantages of abdominal fECG (with emphasis on Monica AN24TM) versus standard CTG
Abdominal fECG CTG Validating fECG study
Advantages
Beat-to-beat fHRV with high temporal 
resolution of R wave detection 
No determination of single R-R intervals Information by Monica Healthcare, 
Nottingham, UK
Good SR in long-term recordings and 
overnight; no belt/transducer adjustments 
Used for short durations at regular intervals; 
not suitable for long-term use
Graatsma et al., 2009 [1]
Good signal quality during fetal movements High signal loss during fetal movements Peters et al., 2001 [2]
Signal quality independent of maternal BMI Reduced signal quality in overweight/obese 
women
Graatsma et al., 2010 [3]; 
Cohen and Hayes-Gill, 2014 [4]
fHR detection during labor more reliable and 
accurate than CTG
Cohen et al., 2012 [5]
fHR variations and ST deviation during labor 
with accuracy comparable to invasive scalp 
fECG
fECG morphology not available Clifford et al., 2011 [6]; 
Reinhard et al., 2014 [7]
Fetal-maternal heart rate confusion less likely Cohen et al., 2012 [5]; 
Stampalija et al., 2012 [8]; 
Reinhard et al., 2013 [9]
Assessment of uterine contractibility by 
electrohysterography
Assessment of uterine contractibility by 
tocodynamometry
Jacod et al., 2010 [10]; 
Euliano et al., 2013 [11]; 
Euliano et al., 2016 [12]
Ambulatory monitoring and remote trace 
view possible
High signal loss in ambulatory setting; 
remote trace view possible
Graatsma et al., 2009 [1]; 
own data
Disadvantages
Reduced signal quality at 28 – 32 weeks of 
gestation 
Reduced signal quality at earlier gestational 
age
Graatsma et al., 2009 [1]; 
Peters et al., 2001 [2]; 
Piéri et al., 2001 [13]; own data
Maternal discomfort at electrode site Pressure or belt irritation; fixed position of 
woman necessary
Graatsma et al., 2009 [1]
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 Methods 
 Participants 
 A prospective observational study was conducted at the De-
partment of Obstetrics and Gynecology, University Hospital Basel, 
and the Department of Clinical Psychology and Psychotherapy, 
University of Basel, Switzerland from September 2007 to Septem-
ber 2010. The study was approved by the local medical ethics com-
mittee (EKBB 74/07).
 Women with singleton pregnancies were recruited between 20 
and 40 weeks of gestation. Healthy, low-risk pregnant women were 
asked for a recording at home through flyers in hospitals and via 
advertisements in local newspapers or the university website. 
Women with a complicated high-risk pregnancy (e.g., preterm la-
bor, FGR, preeclampsia, placenta previa) were recruited during a 
hospital stay. The women with preterm labor symptoms were un-
der tocolysis and had no signs of contractions on the previous CTG 
and during fECG recording. All hospitalized women had regular 
CTG recordings, which were monitored separately and used for 
clinical decision-making. Exclusion criteria were known genetic or 
morphologic abnormalities of the fetus and multiple pregnancies.
 ECG Recording and Signal Processing 
 After giving written consent, women were assessed with the 
commercially available and battery-powered Monica AN24 TM de-
vice. The hospitalized women wore the monitor for a posture ex-
periment of 20 min and could decide thereafter whether to con-
tinue the recording during daytime and nighttime. All women at 
home participated in the posture experiment and in the daytime/
nighttime recording. Two trained investigators attached the elec-
trodes and recording devices, either at the hospital in the clinical 
group or at the pregnant women’s home in the healthy group.  Fig-
ure 1 shows a picture of the fECG monitor applied to a pregnant 
woman’s abdomen. Details about skin preparation and electrode 
placement can be found in Graatsma et al.  [1] . After analogue fil-
tering, the AN24 TM samples three ECG channels at 300 Hz. At the 
beginning of recording and after an automatic impedance check 
by the AN24 TM and a 10- to 15-min electrode adaptation period, all 
included women were asked to stay in the lying position followed 
by the upright sitting position (or vice versa, counterbalanced for 
each group) for 10 min each.
 Fig. 1. Pregnant woman wearing the fECG monitor Monica
AN24 TM at the beginning of the study. Electrode placement was 
slightly changed according to the manufacturer’s suggestions dur-
ing the trial. 
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 Fig. 2. Display of fetal (blue) and maternal (red) heart rate extracted from recorded ECG signals by the Monica AN24 TM analysis software. 
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 After each recording, data were downloaded from the AN24 TM . 
Computation of fetal and maternal heart rate was performed au-
tomatically offline by the program Monica DevelopmentKit TM 
(version 1.3)  [13] . Briefly, after detection of maternal ECG and 
fECG R waves, a third-order polynomial (cube spline) is fitted to 
the R waves and is then resampled at 2.1 kHz, allowing R-R inter-
vals to be measured with an accuracy of 0.48 ms. The software dis-
plays detected beat-to-beat heart rate values and leaves gaps for 
unclear detection ( fig. 2 ).
 Signal Quality Assessment 
 The primary outcome variable of signal quality was defined
by the success rate (SR) of beat-to-beat fHR detection. The SR is 
automatically calculated by the signal analysis software of the
AN24 TM for each minute of recording as the sum of durations
of all detected beat-to-beat intervals (in seconds) divided by the
entire length of reference period (60 s), expressed as percentage 
(0–100%). The SR was analyzed in relation to time-invariant (trait) 
and time-variant (state) variables.
 Time-Invariant Variables 
 Analysis of the SR in relation to time-invariant variables was 
based on the posture experiment recordings.
 Participant Group 
 See the ‘Participants’ section, with specific inclusions reported 
for the different analyses in the ‘Results’ section.
 Gestational Week 
 Weeks of gestation was analyzed as a continuous variable for 
the main analysis, but was divided into three groups for descriptive 
purposes (weeks+days): 20+0 to 27+0, 27+1 to 32+0, and 32+1 to 
40+0 weeks of gestation.
 Pre-Pregnancy and Current BMI 
 The maternal BMI was calculated before pregnancy (attained 
from a questionnaire) and at the time of recording. The BMI was 
divided into four classes according to the WHO classification: un-
derweight (<18.50), normal (18.50–24.99), overweight (25.00–
29.99), and obese ( ≥ 30.00).
 Fetal Presentation 
 Three different fetal presentations were observed: cephalic, 
breech, and transverse. The fetal presentation was determined by 
ultrasound examination up to 7 days before recording. Fetal pre-
sentation was not recorded in 14 (23%) healthy women.
 Amniotic Fluid Index 
 The amniotic fluid was differentiated between normal amni-
otic fluid index (AFI) and low AFI according to percentiles of ges-
tational age ( ≤ 5th percentile). A pathologically high AFI ( ≥ 95th 
percentile) was not found in this study. The AFI was measured by 
ultrasound examination up to 7 days before recording.
 Fetal Growth Restriction 
 The growth-restricted group was defined by estimated fetal 
body weight <10th percentile and estimated fetal abdominal cir-
cumference <10th percentile for gestational age with normal fetal 
anatomy. Additionally, the resistance index of the umbilical artery 
needed to be  ≥ 95th percentile and the resistance index of the mid-
dle cerebral artery  ≤ 10th percentile for gestational age. The last 
weight was estimated by ultrasound examination up to 7 days be-
fore recording.
 Time-Variant Variables 
 All time-variant variables were calculated in all women wearing 
the monitor overnight.
 Maternal Physical Activity 
 The monitor Monica AN24 TM has the capability to record and 
evaluate 3D accelerometry data. An acceleration value is computed 
every 2 s as the sum of the square roots of all axes. Four different 
physical activity levels are defined by the Monica AN24 TM software: 
level 0 – count <11; level 2 – count <100; level 3 – count <400; 
level 4 – count  ≥ 400.
Allocated to
hospital group
(n = 45)
Long-term recording in
hospital group (n = 13)
Posture experiment in
hospital group (n = 42)
Finally included into
hospital group
(n = 42)
Excluded (n = 3)
 Loose connection/sensor
 detachment (n = 2)
%URNHQEDWWHU\Q 
Allocated and finally 
included into home
group (n = 63)
Long-term recording in
home group (n = 63)
Posture experiment in
home group (n = 61)
 Fig. 3. Flowchart of included and excluded women in the home and hospital groups. 
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 Nighttime versus Daytime 
 Nighttime was defined as the period between 11 p.m. and 7 a.m. 
and daytime as the period between 7 a.m. and 11 p.m.
 Circadian Time Intervals 
 The data were assigned to six 4-hour intervals: 7: 00 p.m. to
10: 59 p.m., 11: 00 p.m. to 2: 59 a.m., 3: 00 a.m. to 6: 59 a.m., 7: 00 a.m. 
to 10: 59 a.m., 11: 00 a.m. to 2: 59 p.m., and 3: 00 p.m. to 6: 59 p.m.
 Statistical Analysis 
 SPSS for Windows (version 21) was used for all statistical anal-
yses. Significance was defined as a p value <0.05. Statistical tests to 
compare the two groups with respect to the distribution of various 
categorical characteristics were all based on Fisher’s exact test. The 
primary outcome variable was the SR of fHR detection, which was 
arcsine-transformed for inferential statistical testing to better meet 
model assumptions (normality, homoscedasticity). Since SR was 
repeatedly measured on the same subjects, linear mixed models 
 [14] were used. Two different mixed models were set up: model A 
covered the 20-min experimental manipulation period with the 
full participant sample (n = 103) and tested the impact of posture 
manipulation and various time-invariant predictors. This model 
included the factors group (healthy, hospital), posture (lying, up-
right), and minute of recording (minute 1–20), plus one of the fol-
lowing time-invariant predictors: gestational age (20+0 to 27+0, 
27+1 to 32+0, 32+1 to 40+0 weeks), current BMI, pre-pregnancy 
BMI, fetal presentation (cephalic, breech, transverse), AFI (nor-
mal, oligohydramnios), and FGR (yes, no). Single time-invariant 
predictors were included separately rather than together to avoid 
overfitting. The model contained random coefficients for the in-
tercept, posture manipulation, and time, assuming an autoregres-
sive variance-covariance structure for the residuals. Model B cov-
ered the entire recording and included the 76 women who wore 
the monitor at least overnight. This model included the factor 
group (healthy, hospital), the time-variant predictor of concern, 
plus the interaction between the two. Time-variant predictors were 
nighttime versus daytime or time interval. This model contained a 
random intercept, assuming a compound symmetry variance-co-
variance structure for the residuals.
 Results 
 Model A: SR during the Posture Experiment 
 Sixty-three healthy and 45 hospitalized pregnant 
women were recruited. Three women of the hospital 
group were excluded from analysis because of technical 
problems (loose connection/sensor detachment and bro-
ken battery). Two women of the home group were 
dropped from analysis because of missing timing infor-
mation for the posture experiment. Finally, 61 healthy 
(home) group women versus 42 hospitalized women 
were included for model A ( fig. 3 ). The maternofetal con-
ditions of hospital stay were: 2 cases of pregnancy-in-
duced hypertension/preeclampsia, 11 cases of FGR, 17 
cases of preterm labor with intact membranes, 10 cases of 
placenta previa/vaginal bleeding, 1 case with gall stones, 
and 1 case with an upper respiratory infection.  Table 2 
provides the participant characteristics. The distribution 
of gestational age groups was significantly different be-
tween the hospital and home groups, with 47.6% of preg-
nant women at 28–33 weeks of gestation in the hospital 
group versus 21.7% in the home group.
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11.4%
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46.5%
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77.3%
Medium
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33.0%
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55.6%
 Fig. 4. Mean SR of posture manipulation 
(lying and upright) in three different gesta-
tional age groups (low = 20+0 to 27+0, me-
dium = 27+1 to 32+0, high = 32+1 to 40+0) 
in the hospital and home groups. 
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 The SR linearly increased over the 20 min of recording 
(b = 0.452, SE = 0.199, F 1,101 = 5.15, p = 0.025). The effects 
of group and posture manipulation are displayed in  fig-
ure 4 . The SR was higher in the healthy group (76.1%) 
than in the hospital group (45.5%; b = 0.392, SE = 0.096, 
F 1,102 = 16.71, p < 0.001), and also higher in the lying
position (74.6%) than in the upright position (47.5%;
b = 0.348, SE = 0.048, F 1,102 = 52.16, p < 0.001). Further, 
the SR strongly varied among the three gestational age 
groups, with the 20+0 to 28+0 weeks group having the 
highest values (78.9%), followed by 32+1 to 40+0 weeks 
group (49.6%) and the 28+1 to 32+0 weeks group (29.8%, 
F 2,102 = 13.8, p < 0.001). There was also a significant inter-
action between posture manipulation and gestational age 
(F 2,96 = 14.1, p = 0.037). Post-hoc follow-up testing indi-
cated that this was largely due to a particularly lowered SR 
in in the upright position in the medium gestational age 
group. Current BMI, pre-pregnancy BMI, and fetal pre-
sentation were not related to SR. Estimated means were 
as follows: pregnancy BMI subgroups – anorectic 44.5%, 
normal 61.8%, overweight 58.5%, obese 75.6%, F 3,99 = 
0.31, p = 0.82; current BMI subgroups – normal 67.8%, 
overweight 59.2%, obese 51.2%, F 2,99 = 1.16, p = 0.32; fetal 
presentations – cephalic 59.2%, breech 69.1%, transverse 
80.9%, F 2,89 = 1.66, p = 0.20. The predictors AFI and FGR 
were analyzed only in the hospital group. Low AFI did not 
differ with respect to SR from normal index (low 12.0%, 
normal 48.5%, F 1,42 = 2.89, p = 0.096). Finally, the SR of 
growth-restricted fetuses did not differ from that of nor-
mal fetuses (restricted 48.8%, normal 43.9%, F 1,42 = 0.13, 
p = 0.72).
 Table 2. Participant characteristics
Healthy pregnancies 
at home (n = 61)
High-risk pregnancies 
at the hospital (n = 42)
p value
Maternal age, years 31.6 ± 3.7 31.1 ± 6.0 0.64
Pre-pregnancy BMI 22.7 (16.7 – 37.8) 22.9 (16.7 – 33.3) 0.84
Pre-pregnancy BMI subgroups 0.13
<18.50 1 (1.7%) 4 (9.8%)
18.50 – 24.99 46 (79.3%) 25 (61.0%)
25.00 – 29.99 8 (13.8%) 10 (24.4%)
≥30.00 3 (5.2%) 2 (4.9%)
Current BMI 25.8 (20.4 – 42.8) 27.0 (18.7 – 40.6) 0.19
Current BMI subgroups 0.06
<18.50 0 (0%) 0 (0%)
18.50 – 24.99 28 (49.1%) 16 (38.1%)
25.00 – 29.99 25 (43.9%) 16 (38.1%)
≥30.00 4 (7.0%) 10 (23.8%)
Gestational age, weeks 30.2 (19.6 – 38.9) 31.3 (25.0 – 36.7) 0.69
Gestational age, weeks+days 0.008
20 + 0 to 27 + 0 22 (36.7%) 6 (14.3%)
27 + 1 to 32 + 0 13 (21.7%) 20 (47.6%)
32 + 1 to 40 + 0 25 (41.7%) 16 (38.1%)
Fetal presentation 0.55
Cephalic 34 (72.3%) 31 (73.8%)
Breech 8 (17.0%) 9 (21.4%)
Transverse 5 (10.6%) 2 (4.8%)
Intrauterine growth restriction <0.001a
Yes 0 (0%) 11 (26.2%)
No 61 (100%) 31 (73.8%)
AFI 0.025a
Normal 61 (100.0%) 38 (90.5%)
Oligohydramnios 0 (0%) 4 (9.5%)
Figures are given as mean ± SD, n (%), or median (range).
a Based on Fisher’s exact test.
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 Model B: SR for Long-Term Recording 
 Following the posture manipulation, the hospital 
group could decide optionally to prolong the recording. 
Only 13 women of the hospital group (31%) agreed. All 
63 women of the home group went about their daily lives 
after posture manipulation and were asked to wear the 
monitor overnight ( fig. 3 ,  table 2 ). The median recording 
time was 18.4 h with an interquartile range (IQR) of 14.6–
22.2 h (home: median 18.7 h, IQR 15.6–21.8 h; hospital: 
median 14 h, IQR 10.1–17.9 h). The SR was significantly 
increased during the nighttime in the hospital group with 
71.1 vs. 43.3% at daytime (F 1,87 = 19.58, p < 0.001). The 
nighttime versus daytime difference was even more pro-
nounced in the home group with 86.8 vs. 40.2% (F 1,74 = 
359.91, p < 0.001) (interaction group × daytime/night-
time, F 1,85 = 12.15, p < 0.001). The low SR for daytime was 
largely due to the effects of maternal physical activity in 
the group of healthy women (level 0: 83.2%; level 1: 33.9%; 
level 2: 17.0%; level 3: 8.3%; F 3,267 = 177.32, p < 0.001). The 
hospitalized women did not reach a high physical activity 
level >1 and could therefore not be analyzed dependent 
on their activity level. The temporal course of SR through-
out the 24-hour period varied between groups (F 5,335 = 
3.87, p = 0.002). Although the highest SR recordings were 
obtained within the two time intervals 11 p.m. to 2 a.m. 
and 3 a.m. to 6 a.m. for both groups, averaged values with-
in these intervals were higher in the home group (87%) 
compared to the hospital group (69%) ( fig. 5 ).
 Discussion 
 The current study evaluated variables likely contribut-
ing to fHR signal dropout in fECG recording, like home 
versus hospital setting, maternal BMI, gestational age, fe-
tal presentation and condition, physical activity, posture, 
and daytime versus nighttime recording. Firstly, results 
for the full sample based on the highly standardized pos-
ture experiment recording (model A) indicate that the SR 
of fHR detection is not only strongly dependent on ma-
ternal posture, but also on the home/hospital setting 
( fig. 4 ), even if corrected for various physical characteris-
tics such as BMI, gestational age, and fetal presentation. 
This observation differs from the results reported by 
Graatsma et al.  [1] , who could not find significant differ-
ences between home and hospital recordings, with a SR 
of 95% (IQR 85–98.4%) at home and 91.9% (IQR 77.9–
98.7%) at the hospital. The lower SR in the hospital group 
compared to the home group in the present study could 
be the result of the presence of maternofetal complica-
tions. However, occurrence of maternofetal complica-
tions such as different fetal presentation or FGR in the 
hospital group did not significantly influence the SR. The 
sample size of fetuses with oligohydramnios was low. The 
SR in fetuses with low AFI appeared to be reduced with 
12.0 vs. 48.5%, but this was not significant, most likely due 
to low sample size. Therefore, the influence of AFI should 
be evaluated in more detail in future studies.
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 Fig. 5. Temporal SR course between 7 p.m. 
and 6 p.m. in the hospital and home groups. 
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 Factors contributing to the reduced quality of the hos-
pital versus the home setting could also have been gesta-
tional age between 28 and 33 weeks of gestation, as previ-
ously published  [1, 2, 13, 15] , due to presence of vernix 
caseosa, which electrically isolates the fetus. This age 
group was somewhat overrepresented in the hospital 
group, which may have contributed to the overall lower 
SR in the hospital group. However, covariance analysis 
indicated that the home and hospital groups still differed 
when taking gestational age into account.
 The quality of fECG does not deteriorate with higher 
maternal BMI as had been shown previously  [3] , which is 
getting increasingly important due to the obesity epidem-
ic in women of reproductive age. The relative accuracy of 
fECG recording in obese women is a major advantage 
over the Doppler ultrasound recordings using CTG, with 
performance of fHR recordings degrading directly de-
pendent on maternal BMI  [4] .
 Interestingly, according to the manufacturer’s recom-
mendations of 10–15 min rest after electrode application 
and device calibration before starting the recording, we 
still detected a linear improvement of the recording dur-
ing the subsequent standardized 20-min posture experi-
ment. This suggests that the SR during the posture ex-
periment could have been somewhat higher with longer 
resting time before the start of recording.
 Analyses based on long-term recordings (time-variant 
analyses, model B) indicate that a clear limitation of ab-
dominal fECG recording is fHR signal dropout due to 
maternal muscle activity. This is demonstrated by the 
poor SR dependent on maternal activity level in the home 
group (SR of 17% in level 2 and 8.3% in level 3). The ob-
served higher signal dropout with the upright compared 
to the lying position both in the posture experiment and 
the long-term data is likely also due to higher isometric 
abdominal muscle contractions. Such skeletal muscle ar-
tefacts result in high-frequency noise in the ECG signal of 
10–500 Hz, which appears to make reliable fetal R wave 
detection difficult or even impossible with current tech-
nology. Long-term recordings also clearly indicate that 
the quality of the fECG signal is best during overnight 
recordings when the woman rests supine and abdomi-
nal muscle activity is minimized. This applies to record-
ings at home (SR 86.8% for nighttime vs. 40.2% for day-
time) and in the hospital (71.1% for nighttime vs. 43.3% 
for daytime). But even in the overnight recordings, our 
SR was lower than that previously reported by Graats-
ma et al.  [1] , who used the same ECG monitor (Monica 
AN24 TM ). In addition, nighttime recordings confirm the 
lower in-hospital SR found in the standardized posture 
experiment. During our data acquisition, we were con-
scious of the relatively low SR compared to Graatsma et 
al.’s data. However, even under constant supervision, 
training and support from Monica Healthcare Ltd., 
checkup of the two employed Monica AN24 TM devices by 
the company, and variation in abdominal electrode place-
ment, the SR did not show systematic improvements.
 We think that environmental factors might have had a 
particular influence on the low in-hospital SR. Electrical 
power lines and devices in the hospital environment are 
known to cause electromagnetic interference, making it 
difficult to detect faint fECG signals. This may apply both 
to the standardized posture experiment and the unsuper-
vised long-term recordings. In addition, during night-
time recordings the clinical group might have been more 
anxious, uncomfortable, and sleepless due to their novel 
situation and interruptions by other hospitalized women 
and staff. Such factors could be measured and systemati-
cally taken into account in future studies. In any case, 
such differences reflect clinical reality, and thus the pres-
ent results can probably be considered ecologically valid. 
Since our study, fECG recordings might have been some-
what improved by the use of newer software (Monica De-
velopmentKit TM version 1.9 instead of version 1.3) and
a slightly changed recommended electrode placement. 
Only 31% of all pregnant women at the hospital were will-
ing to continue the fECG recordings if asked after the
20-min posture recording. This indicates that acceptance 
of fECG recording with 5 electrodes from the abdomen 
was low for longer periods within a voluntary experimen-
tal setting. Many women participating in the overnight 
recording reported some discomfort such as itching of 
the electrode site, skin irritation, or hindered night rest. 
Generally, women hospitalized for pregnancy complica-
tions are likely more reluctant to participate in any type 
of experimental procedure compared to healthy pregnant 
women. Acceptance is likely much higher in medically 
indicated conditions where long-term fHR recording 
may provide important diagnostic information.
 Our study does not provide information about restric-
tions of fetal assessment in the preterm labor group be-
cause it did not investigate the signal quality under ante-
natal uterine contractions. Our preterm women were in 
part under tocolytic medication and had no uterine con-
tractions during recordings. Statements about influences 
of tocolytics or other medications, alcohol or nicotine 
consumption cannot be made by this study.
 The average SR of 40.2% for the home and 43.3% for 
the hospital group during daytime might not be high 
enough for fHRV analysis, especially for short-term vari-
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ability indices, which are currently used in the monitor-
ing of FGR  [16] . Dawes et al.  [17] defined a recording as 
sufficient for short- and long-term variability measure-
ment if the recording had a high recording quality of 
 ≥ 60%. First attempts to investigate fHRV by short-term 
variation using abdominal fECG were recently conducted 
in overnight recordings  [18–20] . A new signal-processing 
technique, phase-rectified signal averaging, was used to 
minimize noise by averaging signals. It provides separate 
quantification of acceleration- and deceleration-related 
heart rate modulations  [18, 21, 22] . Only 3 of 30 (10.0%) 
fECG recordings of growth-restricted fetuses and 5 of 90 
(5.6%) normal estimated fetuses had to be excluded due 
to poor signal quality in overnight recordings  [18] . Using 
high-resolution fECG data, the new analysis technique 
could better discriminate between normal fetuses and fe-
tuses who were small for gestational age than convention-
al short-term variation measures. Another study investi-
gated the applicability of spectral analysis in abdominal 
fECG recording  [23] . Forty women were studied longitu-
dinally throughout pregnancy with an abdominal 8-chan-
nel ECG monitor (ECG prototype called NEMO) with a 
sampling rate of 1,000 Hz and a recording duration of
45 min at daytime. In these short-term recordings, only 
3% of the abdominally retrieved data were usable for 
spectral analysis due to poor signal quality after artefact 
correction (only 64-second segments with <5% of artefact 
correction were included). Therefore, we consider over-
night long-term recordings the applicable way of antena-
tal surveillance of high-risk pregnancies for assessment of 
clinically relevant fHRV indices. New research perspec-
tives for fECG might be to investigate maternal and fetal 
heart rate variability simultaneously and thereby to study 
influences of intrinsic and extrinsic stimuli on fHRV and 
the psychophysiological linkage (coherence) between 
mother and fetus  [24] . The accuracy of fHRV measure-
ments based on fECG compared to the gold standard, 
CTG, and the quality of antenatal fECG morphology es-
pecially in high-risk pregnancies needs to be further in-
vestigated.
 Conclusion 
 The SR of fHR detection is strongly dependent on the 
home/hospital setting and different predictors such as 
time of recording, activity levels, and maternal posture. 
The quality of the fECG signal is best during overnight 
recordings in the home and hospital setting, when the 
woman rests supine and abdominal muscle activity is 
minimized. Factors contributing to reduced quality are 
gestational age of 28–33 weeks. The technique can be 
reasonable for close long-term surveillance in a clinical 
antenatal high-risk group or in obese women who typi-
cally are difficult to assess with CTG antenatally. Par-
ticularly when women are monitored at home, precau-
tions should be taken to minimize physical activity and 
posture shifts during periods of interest to assure suffi-
cient data quality.
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